This article presents the investigation on size reduction feasibility of planar Witricity device for biomedical implantable application. Biomedical implantable application demands for very small size device. Thus, the planar type of Witricity device is designed and investigated with the aim of size reduction. There are two designs presented in this article. Design A has larger size with an area dimension of 120 × 120 mm 2 and capable for energy transferable distance of 50 mm. Meanwhile, another Witricity device, namely Design B has smaller size of 80 × 80 mm 2 area is specified for approximately 40 mm transfer distance. The feasibility investigation on size reduction is observed from three main parameters; current distribution, coupling efficiency and return loss. The size reduction of 55% by Design B may lead to the reduction of 20% transfer distance but still with acceptable of 58% coupling efficiency at 40 mm that beneficial for biomedical applications.
1.0 INTRODUCTION
Recently, the research in fifth generation (5G) wireless communication technology has rapidly grown by focusing on the device-to-device (D2D) communication as one of their features [1] . The target is to develop D2D technology that enables the device to transmit and receive data on their own with very little manpower assistant and operation. Therefore, the development the wireless electricity or also known as Witricity becomes more significant due to its ability to transfer energy independently and efficiently over a mid-range distance. Following the vision of 5G that connection is not limited to communication devices but to anything at anywhere and anytime, this Witricity device with the capability of contactless energy transfer seems to be promising to be applied in biomedical application.
Witricity, the abbreviation of wireless electricity is a specific technical term for wireless energy transfer (WET) using strongly coupled magnetic resonance technique [2] [3] [4] [5] [6] [7] . This method was firstly convinced by a research team in Massachusetts Institute of Technology (MIT) in 2007 by lightning a 60 watts bulb with 40% efficiency and transfer distance of about two meters. WET using Witricity is a new technique developed from conventional inductive coupling with special conditions of operate at strong coupling regime, thus provide modest transfer and dissipation loss to other resonant objects compared to all intrinsic loss rates [4] . The Witricity system illustrated in Figure 1 , which based on near field coupling only allows the energy exchange to its resonant pair.
Figure 1
Basic configuration in Witricity device system [2] Referring to Figure 1 , the Witricity components include power source and amplifier connected to source resonance loop, the resonance loop is used to resonate the energy to the transmitter loop. The resonance loop for this work is designed on a single substrate together with the transmitter loop. Then, the energy is wirelessly sent to the receiver. At the receiver, the components involved are similar to the transmitter except the connection to the load instead of power source and amplifier.
The applications using Witricity device can be varied from large energy consumption based application such as electric vehicle [8] [9] [10] , television and other electrical appliances to the small electronic devices such as laptop, mobile phone, electric tooth brush and many more.
In biomedical application, the development of Witricity is not less important as it has the feasibility to replace the procedure of a highly cost surgery to replace the battery of the implantable device. The implantable device is the device implanted in human body such as to monitor and diagnose the condition of the heart and brain. For example, deep-brain stimulation (DBS) device is implanted in the Parkinson's patient brain for treating and essential tremor [11] . Other implantable devices such as cochlear implants [12] , retinal prosthesis [13] and pacemaker [14] also have been gaining global attention nowadays [15] . The implantable devices are commonly utilized a non-rechargeable high-capacity battery, which allows the longterm device operating times for up to several years [16] [17] [18] [19] . When the energy stores in the battery have been depleted, a highly cost surgery needs to be done to replace the battery. The total cost for single replacement, including the devices, surgery and accessories are approximately USD 25 000 that probably make it one of the most expensive battery change in the world [17] .
Hence, this article shows the feasibility in designing reduced-size Witricity device with investigation of three main parameters; current distribution, coupling efficiency and return loss performance. In achieving the goal of this investigation, two designs are presented, which different in size with concerned operating frequency of tens of MHz that less than 30 MHz. The design, optimization and analysis are conducted via the use of a full-wave electromagnetic simulation software package, CST Microwave Studio.
2.0 WITRICITY THEORY
The most important features in the Witricity design are the transmitting and receiving coil. There are several types of coils that frequently used in designing Witricity device such as circular helical coil and spiral planar coil. The selection of the coil types is based on its application. In this article, the rectangular planar spiral coil type is chosen due to its thin size and has feasibility to be compact.
The Witricity device, which consists of transmitter and receiver, must be aligned horizontally or vertically to perform at optimum condition. The alignment of the transmitter and receiver can be shown in Figure 2 . The center of the transmitter must be aligned to the center of the receiver. Any misalignment occurred either lateral or angular might result degradation to the performance of energy transfer. However, the device must be able to tolerate some degree of lateral and angular misalignment, which cannot be avoided practically. The amount of magnetic-field from the transmitter that experienced by the receiver can be derived from [20] as been shown by Equation (1);
where, I, R, and z are the current flow through the coil, the average coil radius and air gap transfer distance, respectively. Meanwhile, K(m) and E(m) are the complete elliptical integral of the first and second kind, accordingly that can be expressed by Equation (2) and (3) [21];
where, m and θ are the parameter of elliptical integrals that sometimes used as k 2 and the complete elliptical angle, respectively. The value of complete elliptical angle, θ should between 0 and π/2.
The distance, z between the transmitter and receiver may be varied depending on the location of the battery that has been implants. However, the minimum distance of at least several mm must be kept, which imposes the implantation of a coil under the skin [22] . A set of transmitter and receiver as depicted in Figure 4 has identical design to ensure they operate at exactly similar frequency. Where, different in size and dimension may result different resonant frequency and performance. In addition, the differences also occurred when the transmission distances are varied. The designs presented only consider tens of MHz of operating frequency, which less than 30 MHz. This is due to within this range, a very low propagation loss can be expected. 
4.0 RESULTS AND DISCUSSION
The current distribution and S-parameter performances for Design A and B of Witricity devices are discussed in this section. The current distribution reflects the intensity of current during power transfer at certain location. Then, S-parameter investigation of both designs concerns the coupling efficiency and return loss, which are based on the transmission coefficient of S21 and reflection coefficient of S11, respectively.
A. Current Distribution
The current distribution is investigated by fixing the distance between the transmitter and receiver to be at 10 mm, 30 mm and 50 mm which applied to both Design A and B as shown in Figure 6 and 7, respectively.
The simulated distribution of surface currents' distribution is presented with the legend indicates the intensity level of the respecting colour scheme. The highest and lowest current intensity are showing by red and dark blue, accordingly.
Referring to Figure 6 , Design A shows greater current distribution intensity at 10 mm followed by 30 mm and 50 mm transfer distance as expected. Where, largest area of highest intensity shown by red colour can be noted at 10 mm compared to at 30 mm and 50 mm. The differences between current distribution intensity at 10 mm, 30 mm and 50 mm are minimal. Hence, good coupling efficiency can be expected for all concerned distances up to 50 mm. Meanwhile, Figure 7 depicts the surface current distribution of Design B. The difference level of intensity can be clearly seen between three varied distances; 10 mm, 30 mm and 50 mm. The highest surface current intensity shown at 10 mm, where it has current distribution value of about 20-30 dB that can be noted being concentrated at its middle area. While, at the edge of the design, quite low current distribution can be seen, with approximately 5 to 10 dB. Meanwhile, Design B at 30 mm distance demonstrates slightly lower current distribution compared to 10 mm but still with a convincing level of current distribution concentrated at the center. However, moderate current distribution can be seen at 50 mm distance due to farther transfer distance between the transmitter and receiver.
Hence, referring to the depicted simulated current distribution, the more consistent current distribution intensity is expected to offer better coupling efficiency. Thus, Design A can be assumed to have good coupling efficiency for all varied distances and better transferable distance than Design B. However, this does not warrant worst performance from Design B. Figure 8 shows the coupling efficiency, η21 of the Design A and B of Witricity devices. The coupling efficiency, η21 is computed from the transmission coefficient of S21 as expressed in the following Equation (4):
B. S-Parameters
Generally, Design A demonstrates higher coupling coefficient compared to Design B as predicted from the observation made on the current distribution performance, when the distance between transmitter and receiver is varied from 10 mm to 50 mm. The Design A's coupling efficiency is slightly decreasing from 75% to 72% that inversely proportional to the increment of the transfer distance from 10 mm to 40 mm. Even at 50 mm, 61% of coupling efficiency still can be achieved. Meanwhile, Design B has approximately ~70% coupling efficiency up to 30 mm transfer distance. At 40 mm, the efficiency degrades to 58%, which still can be considered good as in the wireless power transfer at least 50% efficiency is expected. The overall performances are compared in Table 1 . Figure 8 The maximum coupling efficiency of Design A and B that denoted by 'large' and 'small' in the legend for several varied transfer distances
The matching performances for both designs are evaluated from the reflection coefficient at the input port as plotted in Figure 9 and 10, which reflect their return losses. The plotted results show reflection coefficient, S11 from 10 to 50 mm transfer distance. Generally, since this device consists of the coupled transmitter and receiver, the size and varied distance will consequently, change the operating frequency as can be noted from the obtained results. The changes in operating frequency reflect the change of effective inductance and capacitance for overall design [2] . In particular, the capacitance is depending on the dimension of the conductor, the distance or the thickness of the coupling medium and the medium permittivity. As the distance of the coupling medium increases, which is air in this case, the capacitance is decreasing. Thus, resulting the increment of operating frequency that inversely proportional to the capacitance. Furthermore, at the same distance, lower performance can be observed for Design B. Where, the large size of Witricity shows good matching impedance up to 50 mm distance, while the smaller size result shows distortion at 50 mm. Considerable good matching of better than 10 dB still can be achieved by Design B up to 40 mm. The summarized performances for design A and B are listed in Table 1 .
Referring to the plotted results and the summarized performances in Table 1 , the advantages of having a large size of Witricity device are the capability of achieving farther transferable distance and good matching performance. However, by considering of the current demand of small and tiny device, this feasibility study is essential and has proven the possibility to design a smaller Witricity device that suitable for the biomedical implantable device. Based on the obtained results, it is worth having a transferable distance decrement of 20% from 50 mm to 40 mm as the design size can be reduced by 55.6% from 144 cm 2 to 64 cm 2 . Where, this smaller size of Design B still offers an optimal coupling efficiency of 58% with a good return loss of 17.7 dB.
Frequency (MHz) Figure 9 The performance of S11 of Design A from 10 mm to 50 mm transferable distance. Figure 10 The performance of S11 of Design B from 10 mm to 50 mm transferable distance. 2 area has approximately up to 40 mm transfer distance. The 55% size reduction offered by Design B has 20% transferable distance reduction. However, it can be concluded that it is still capable to promise an acceptable of 58% coupling efficiency and good matching of 17.7 dB return loss at 40 mm transfer distance. Hence, this study has proven the feasibility in designing reduced-size Witricity device with good performance and transferable distance. The finding in this article will be used in the further research of the reduced-size Witricity device by using a thinner substrate with higher dielectric relative permittivity that might be very favorable to be used in biomedical application.
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